Monitoring mood states in everyday life: a new device for patients with cerebellar ataxia.
Thirty patients with cerebellar ataxia and 40 healthy volunteers underwent 7 days of mood monitoring using a new device requiring a low motor load. Its convergent validity and compliance were tested. The measurements resulted consistent with validated scale scores. Patients׳ motor impairment did not affect the compliance.